STARRETT’S  INSIDE  MICROMETER. 

::vo.  ISO. 

This  Instrument  is  designed  for  micrometer  measurements  reading  i-iooo  with  1-2  in. 
movement  of  the  screw.  V shaped  grooves  are  cut  in  the  measuring  rods  accurately  spaced 
1-2  in.  apart,  and  the  rods  are  held  in  the  Micrometer  head  by  a spring  pin  fitting  the  grooves 
giving  a standard  starting  point  for  every  1-2  in.  of  its  length,  while  the  screw  fills  in  the 
finer  measurements.  From  4 in.  to  1 1 1-2  in.  requires  three  extension  rods.  For  lengths 
above  ii  1-2  in.  an  extension  sleeve  is  screwed  on  to  the  Micrometer  head  providing  for  a 
greater  range"  to  telescope  longer  rods  and  requiring  less  of  them,  four  from  ii  1-2  in.  to 
30  in.,  two  of  which  are  made  to  couple  together  thus  taking  less  room. 

A binding  screw  locks  the  Micrometer,  preventing  accidental  movements  after  the  tool 
is  set.  All  wearing  parts  are  hardened  and  are  also  provided  with  an  adjustment  to  com- 
pensate for  wear. 

PRICES. 

Micrometer  with  3 rods  covering  Lengths  from  4 in.  to  ii  1-2  in.  with  case,  - - - - $6. 

With  extension  sleeve  and  5 rods  covering  lengths  from  4 in.  to  30  in.  with  case,  - - $10. 

...Fi'OFi  BY... 

E.  S.  STACY,  41  and  43  Taylor  Street,  SPRINGFIELD,  MASS. 
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